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ТМ 9-6625-1901-34Р 
Section І. INTRODUCTION 
1. Scope 


This manual lists repair parts that are required for maintenance of Phase Angle Standard, Dytronics Model 311-RT1-717. 
It is applicable to Army Area Calibration Laboratories (AACL's). 


NOTE 
Throughout this manual, GS is used to indicate AACL. 
2. General 
This manual is divided as follows: 


a. Introduction. 


b. |Section Il} Repair Parts List. A list, in alphabetical sequence, of repair parts authorized for the performance of 
maintenance at the AACT and AACL support levels. 


c. National Stock Number and Reference Number Index. А list in ascending numerical sequence, of all 
National stock numbers (NSN's) appearing in the repair parts list, followed by a list of all reference numbers in alpha- 
numeric sequence appearing in the list. The NSN's and reference numbers are cross-referenced to a figure number and 
item number in column 1. 


NOTE 


The figure and item number columns represent cross-reference numbers, since 
illustrations are not included in this manual. 


3. Explanation of Columns 


Refer to [section || of TM 9-4931-700-34Р for explanation of columns [para 3), special information except for 


subparagraph 4o which is not applicable to this manual), and abbreviations (para 6). 

4. How to Locate Repair Parts 

When NSN or reference numbers is unknown, use the repair parts listing and locate the item by description. When 
National stock number or reference number is known, use the list of NSN's or the reference numbers and locate the 


cross-referenced figure and item number under column 1 of the repair parts list for the complete description of the repair 
part. 


1-1 


ILLUSTRATION 


(a) (b) NATIONAL 
FIG | ITEM | SMR STOCK 
NO. | NO. | CODE NUMBER 


5910-00-945-9619 
5910-00-280-5122 


5910-00-947-9462 
5910-00-113-2425 
5910-00-247-2075 
5910-00-834-8115 
5910-00-050-3220 
5910-00-831-7590 
5910-00-110-8712 
5919-00-071-1642 
5913-00-984-7588 


5910-00-954-5498 


5910-00-954-5497 
5910-00-995-0614 


5910-00-989-6427 
5910-00-044-4036 


5910-00-852-4039 
5910-00-883-4717 
5910-00-617-3767 
5910-00-686-0577 
5910-00-061-7451 


5910-00-777-6919 
5910-00-686-6193 
5910-00-805-1016 
5910-00-883-3545 
5910-00-454-6869 
5910-00-643-8840 
5910-00-726-2304 
5960-00-800-0541 
5960-00-583-0612 
5960-00-827-8782 


SECTION Il. 
(4) 


PART 
NUMBER 


CK104 


NP0331-12PORM5PC 


т 
76Е02КЕ220 
76Ғ02СҒ101 
СЕ11С560Ғ 
DM20F911J 
DM20F202J 
DM15-300J 
DM15-100J 
CMO05ED820G03 
CMO05FD101G03 


CMO05FD181G03 


CMO5FD201G03 
CMO05FD221G03 


CMO05FD301G03 


CM07FD752G03 


DM15F501G 
DM20F182G 
DM20F252F 
DM20F302G 


DM20F502G0500WV4 


CR 
CM07FD103G03 


VDM15F151J500WV 


DM20F102G 
DM20F272G 
C009A1KG103J3 
820B 

308 

5V4GA 
6BL7GTA 
USAF12AX7WA 


TM 9-6625-1901-34P 
REPAIR PARTS LIST 
(6) 


DESCRIPTION 


USABLE ON CODE 
GROUP 5026 


PHASE ANGLE STANDARD 
311-RT1-717 13637 
MIS10271 18876 


CAPACITOR, FIXED, CERAMIC DIELECTRIC 


CAPACITOR, FIXED, CERAMIC DIELECTRIC 500 V DC, 12 UUF, TYPE 
NP0331-12PORM5PCT 


CAPACITOR, FIXED ELECTROLYTIC 

CAPACITOR FIXED ELECTROLYTIC 

CAPACITOR FIXED ELECTROLYTIC 25 V DC, 50 UF 

CAPACITOR, FIXED, MICA DIELECTRIC 

CAPACITOR, FIXED, MICA DIELECTRIC 

CAPACITOR, FIXED, MICA DIELECTRIC 

CAPACITOR, FIXED, MICA DIELECTRIC 

CAPACITOR, FIXED, MICA DIELECTRIC 500 V DC, 82 UUF (+ 2 0/0) 


CAPACITOR, FIXED, MICA DIELECTRIC 500 V DC, 100 UUF, TYPE 
CM05FD101G03 


CAPACITOR, FIXED, MICA DIELECTRIC 500 V DC, 180 UUF, TYPE 
CM05FD181G03 


CAPACITOR, FIXED, MICA DIELECTRIC 500 V DC, 200 UUF (+ 2 0/0) 


CAPACITOR, FIXED, MICA DIELECTRIC 500 V DC, 220 UUF, TYPE 
CM05FD221G03 


CAPACITOR, FIXED, MICA DIELECTRIC 500 V DC, 300 UUF, TYPE 
CM05FD301G03 


CAPACITOR, FIXED, MICA DIELECTRIC 500 V DC, 7, 500 UUF, TYPE 
СМ07Ғ 0752003 


CAPACITOR, FIXED, MICA DIELECTRIC 
CAPACITOR, FIXED, MICA DIELECTRIC 
CAPACITOR, FIXED, MICA DIELECTRIC 
CAPACITOR, FIXED, MICA DIELECTRIC 
CAPACITOR, FIXED, MICA DIELECTRIC 


CAPACITOR, FIXED, MICA DIELECTRIC 
CAPACITOR, FIXED, MICA DIELECTRIC 
CAPACITOR, FIXED, MICA DIELECTRIC 
CAPACITOR, FIXED, MICA DIELECTRIC 
CAPACITOR, FIXED, PLASTIC DIELECTRIC 
CAPACITOR, VARIABLE, CERAMIC DIELECTRIC 
CAPACITOR, VARIABLE MICA DIELECTRIC 
ELECTRON TUBE 

ELECTRON TUBE 

ELECTRON TUBE TYPE 12AX7WA 
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(3) 


NATIONAL 
STOCK 
NUMBER 


5960-00-179-3252 
5960-00-179-3710 
5960-00-262-0286 
5960-00-179-4446 
4140-00-919-5019 
5920-00-280-8344 


5920-00-280-4960 


5920-00-892-9311 


6240-00-583-9610 


5905-00-104-5756 


5905-00-465-0346 
5905-00-246-9396 


5905-00-141-1187 


5905-00-106-9344 


5905-00-108-6922 


5905-00-141-0727 


5905-00-110-0196 


5905-00-111-4738 


5905-00-141-0593 


5905-00-141-1168 


5905-00-141-1130 


5905-00-114-5425 


5905-00-110-0310 


5905-00-116-8568 


5905-00-106-1273 


5905-00-104-8336 


5905-00-106-9348 


5905-00-104-8333 


(4) 


PART 
NUMBER 


6080WC 
6AU6WC 
5651WA 
12AT7WC 
3-90-8010 
F02A250V1-2A 


F02A250V2A 


FHN26G1 


13D1365H05 


RCR20G105JS 


RCR20G6R2JS 
RCR20G226JS 


RCR20G203JS 


RCR20G101JS 


RCR20G151JS 


RCR20G201JS 


RCR20G102JS 


RCR20G152JS 


RCR20G182JS 


RCR20G222JS 


RCR20G272JS 


RCR20G362JS 


RCR20G392JS 


RCR20G752JS 


RCR20G153JS 


RCR20G104JS 


RCR20G154JS 


RCR20G184JS 


TM 9-6625-1901-34P 


(6) 
DESCRIPTION 


USABLE ON CODE 


ELECTRON TUBE TYPE 6080WC 
ELECTRON TUBE TYPE 6AU6WC 
ELECTRON TUBE (R) TYPE 5651WA 
ELECTRON TUBE TYPE 12AT7WC 
FAN, CIRCULATING 


FUSE, CARTRIDGE 0.5 AMP, 250 V, 0.25 DIA, 1.25 LG, TYPE 
F02A250V1-2A 

FUSE, CARTRIDGE 2 AMP V AC/DC, 0.125 DIA, 1.125 LG TYPE 
F02A250V2A 


FUSEHOLDER EXTRACTOR POST TYPE, BR CONTACTS, SIL-PL TD FIN., 30 
AMP, 250 V, PLASTIC BODY, 0.687 DIA, 2.125 LG, W/2 SOLDER LUG TYPE 
TERM. 


LAMP, INCANDESCENT 6.3 V, TUN-FIL, MIN-BAY-BASE, T-3-1/2 BULB, 
CLEAR, WHITE LIGHT, 3,000 HR RATED LIFE, 1-1/8 LG 


RESISTOR, FIXED, COMPOSITION 1/2 W, 1 MEG, TYPE RCR20G105JS 
(£5 0/0) 
RESISTOR, FIXED, COMPOSITION 


RESISTOR, FIXED, COMPOSITION 1/2 W, 22 MEG, TYPE RCR20G226JS 
(£5 0/0) 

RESISTOR, FIXED, COMPOSITION 1/2 W, 20,000 OHMS, TYPE 
RCR20G203JS (+5 0/0) 

RESISTOR, FIXED, COMPOSITION 1/2 W, 100 OHMS, TYPE RCR20G101JS 
(£5 0/0) 

RESISTOR, FIXED, COMPOSITION 1/2 W, 150 OHMS, TYPE RCR20G151JS 
(£5 0/0) 

RESISTOR, FIXED, COMPOSITION 1/2 W, 200 OHMS, TYPE RCR20G201JS 
(+5 0/0) 

RESISTOR, FIXED, COMPOSITION 1/2 W, 1,000 OHMS TYPE RCR20G102JS 

(£5 0/0) 

RESISTOR, FIXED, COMPOSITION 1/2 W, 1,500 OHMS, TYPE RCR20G152JS 
(+5 0/0) 

RESISTOR, FIXED, COMPOSITION 1/2 W, 1,800 OHMS, TYPE RCR20G182JS 
(£5 0/0) 

RESISTOR, FIXED, COMPOSITION 1/2 W, 2,200 OHMS, TYPE RCR20G222JS 
(£5 0/0) 

RESISTOR, FIXED, COMPOSITION 1/2 W, 2,700 OHMS, TYPE RCR20G272JS 
(£5 0/0) 

RESISTOR, FIXED, COMPOSITION 1/2 W, 3,900 OHMS, TYPE RCR20G362JS 
(£5 0/0) 

RESISTOR, FIXED, COMPOSITION 1/2 W, 3,900 OHMS, TYPE RCR20G392JS 
(+5 0/0) 

RESISTOR, FIXED, COMPOSITION 1/2 W, 7,500 OHMS, TYPE RCR20G752JS 
(£5 0/0) 

RESISTOR, FIXED, COMPOSITION 1/2 W, 15,000 OHMS, TYPE 
RCR20G153JS (+5 0/0) 

RESISTOR, FIXED, COMPOSITION 1/2 W, 100,000 OHMS, TYPE 
RCR20G104JS (+5 0/0) 


RESISTOR, FIXED, COMPOSITION 1/2 W, 150,000 OHMS, TYPE 
RCR20G154JS (+5 0/0) 


RESISTOR, FIXED, COMPOSITION 1/2 W, 180,000 OHMS, TYPE 
RCR20G184JS (+5 0/0) 


(3) 


NATIONAL 
STOCK 
NUMBER 


5905-00-114-5393 


5905-00-141-1071 


5905-00-116-8558 


5905-00-246-9395 


5905-00-106-1246 


5905-00-249-3663 


5905-00-279-2280 


5905-00-104-8355 


5905-00-111-8372 


5905-00-104-8351 


5905-01-009-5546 
5905-00-892-7276 
5905-00-753-0299 
5905-00-284-7395 
5905-00-952-9428 
5905-00-174-0893 
5905-00-321-7829 
5905-00-984-3221 
5905-00-990-4912 
5905-00-993-6341 
5905-00-993-1358 
5905-00-969-5857 
5905-00-216-4430 
5905-00-990-5079 
5905-00-892-7283 
5905-00-925-1524 
5905-00-823-3522 
5905-00-250-3370 
5905-00-752-3692 
5905-00-752-7127 


(4) 


РАВТ 
NUMBER 


RCR20G224JS 


RCR20G474JS 


RCR20G155JS 


RCR20G156JS 


RCR32G152JS 


RC42GF683J 


RC42GF913J 


RCR32G561JS 


RCR32G222JS 


RCR32G154JS 


RNC70H8252FS 
RNC65D4991F 
RNC65K6490FS 
RNC65K30R1FS 
RN65D34R8F 
RNC65K75ROFS 
RNC65K2370FS 
RN65D6040F 
RN65D6810F 
RN65D7500F 
RN65D2371F 
RN65D4021F 
RNC65K6041FS 
RN65D6651F 
RN65D7501F 
RN65D7681F 
RN70C8061F 
RNC65K9531FS 
RN70C1002F 
RN70C1332F 


TM 9-6625-1901-34P 


(6) 
DESCRIPTION 


USABLE ON CODE 


RESISTOR, FIXED, COMPOSITION 1/2 W, 220,000 OHMS, TYPE 
RCR20G224JS (+5 0/0) 


RESISTOR, FIXED, COMPOSITION 1/2 W, 470,000 OHMS, TYPE 
RCR20G474JS (+5 0/0) 


RESISTOR, FIXED, COMPOSITION 1/2 W, 1.5 MEG, TYPE ВСВ2061554$ 
(+5 0/0) 


RESISTOR, FIXED COMPOSITION 1/2 W, 15 MEG, TYPE RCR20G156JS 
(£5 0/0) 


RESISTOR, FIXED, COMPOSITION 1 W, 1,500 OHMS TYPE RCR32G152JS 
(£5 0/0) 


RESISTOR, FIXED, COMPOSITION 2 W, 68,000 OHMS, TYPE RC42GF683J 
(+5 0/0) 


RESISTOR, FIXED, COMPOSITION 2 W, 91,000 OHMS, TYPE RC42GF913J 
(+5 0/0) 


RESISTOR, FIXED, COMPOSITION 1 W, 560 OHMS TYPE RCR32G561JS 
(+5 0/0) 


RESISTOR, FIXED, COMPOSITION 1 W, 200 OHMS, ТУРЕ RCR32G222JS 
(+5 0/0) 


RESISTOR, FIXED, COMPOSITION 1 W, 150,000 OHMS, TYPE RCR32G154JS 
(£5 0/0) 


RESISTOR, FIXED, FILM 

RESISTOR, FIXED, FILM 

RESISTOR, FIXED, FILM 

RESISTOR, FIXED, FILM 1/2 W, 30.1 ОНМ$ (+1 0/0) 

RESISTOR, FIXED, FILM 1/2 W, 34.8 OHMS, TYPE RN65D34R8F (+1 0/0) 
RESISTOR, FIXED, FILM 1/2 W, 75 OHMS RNC65K75ROFS (+1 0/0) 
RESISTOR, FIXED, FILM 1/2 W, 237 OHMS, TYPE RNC65K2370FS (*1 0/0) 
RESISTOR, FIXED, FILM 1/2 W, 604 OHMS (+1 0/0) 

RESISTOR, FIXED, FILM 1/2 W, 681 OHMS, TYPE RN65D6810F 
RESISTOR, FIXED, FILM 1/2 W, 750 OHMS, TYPE RN65D7500F (+1 0/0) 
RESISTOR, FIXED, FILM 1/2 W, 2,370 OHMS, TYPE RN65D2371F (+ 1 0/0) 
RESISTOR, FIXED, FILM 1/2 W, 4,020 OHMS, TYPE RN65D4021F (+ 0/0) 
RESISTOR, FIXED, FILM 1/2 W, 6,040 OHMS (+ 1 0/0) 

RESISTOR, FIXED, FILM 1/2 W, 6,650 OHMS (+1 0/0) 

RESISTOR, FIXED, FILM 1/2 W, 7,500 OHMS (+1 0/0) 


RESISTOR, FIXED, FILM 1/2 W, 7,680 OHMS (+1 0/0) 

RESISTOR, FIXED, FILM 1/2 W, 8,060 OHMS, TYPE RN70C8061F (+1 0/0) 
RESISTOR, FIXED, FILM 1/2 W, 9,530 OHMS, TYPE RN65D9531F (+1 0/0) 
RESISTOR, FIXED, FILM 1/2 W, 10,000 OHMS, TYPE RN70C1002F (+1 0/0) 
RESISTOR, FIXED, FILM 1/2 W, 13,300 ОНМ$ (+1 0/0) 


(3) 


NATIONAL 
STOCK 
NUMBER 


5905-00-855-7207 
5905-00-848-8621 
5905-00-487-2383 
5905-00-752-3520 
5905-00-843-8031 
5905-00-883-2252 
5905-00-801-1222 
5905-00-012-4405 
5905-00-813-5807 
5961-00-842-9864 
5961-00-489-7776 
5930-00-581-7960 
5930-00-369-8411 
5930-00-079-9901 
5930-00-615-6817 
5930-00-059-1390 
5930-00-231-1491 
5961-00-112-3399 
5961-00-112-3400 
5961-00-985-9077 
5961-00-110-7657 
5961-00-847-9782 
5961-00-083-3317 
5961-00-947-8263 


(4) 


PART 
NUMBER 


RN65D1472F 
RN70C3652F 
RNC65K1103FS 
RN70C1333F 
RN70C1403F 
RN70C1583F 
RN70C2743F 
RNC70H3323FS 
62JA10K 
JAN1N914 
F16H1 
10658384 
8109256 
PA2006 
PA2004 
46256LF 

ST5 

40409 

40410 
10238137-2 
TD101 
2N3905 
2N3903 
2N3568 
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(6) 
DESCRIPTION 


USABLE ON CODE 
RESISTOR, FIXED, FILM 1/2 W, 14,700 OHMS, TYPE RN65D1472F (+1 0/0) 
RESISTOR, FIXED, FILM 1/2 W, 36,500 OHMS, TYPE RN70C3652F (+1 0/0) 
RESISTOR, FIXED, FILM 1/2 W, 110,000 OHMS, TYPE RN65D1103F (+1 0/0) 
RESISTOR, FIXED, FILM 1/2 W, 133,000 OHMS, TYPE RN70C1333F (+1 0/0) 
RESISTOR, FIXED, FILM 1/2 W, 140,000 OHMS, TYPE RN70C1403F 
RESISTOR, FIXED, FILM 1/2 W, 158,000 OHMS (+1 0/0) 
RESISTOR, FIXED, FILM 1/2 W, 274,000 OHMS (+1 0/0) 
RESISTOR, FIXED, FILM 1/2 W, 332,000 OHMS, TYPE RN70C3323F (+1 0/0) 
RESISTOR, VARIABLE, LINEAR PRECISION 2 W, 10,000 OHMS 
SEMICONDUCTOR DEVICE, DIODE TYPE JAN1N914 
SEMICONDUCTOR DEVICE DIODE 
SWITCH, ROTARY 
SWITCH, ROTARY 
SWITCH, ROTARY 
SWITCH, ROTARY 
SWITCH, SLIDE 
SWITCH, TOGGLE 
TRAN SISTOR 
TRANSISTOR 
TRANSISTOR 
TRANSISTOR 
TRANSISTOR 
TRANSISTOR 
TRANSISTOR 


STOCK NUMBER 


5905-00-012-4405 
5910-00-044-4036 
5910-00-050-3220 
5930-00-059-1390 
5910-00-061-7451 
5910-00-071-1642 
5930-00-079-9901 
5961-00-083-3317 
5905-00-104-5756 
5905-00-104-8333 
5905-00-104-8336 
5905-00-104-8351 
5905-00-104-8355 
5905-00-106-1246 
5905-00-106-1273 
5905-00-106-9344 
5905-00-106-9348 
5905-00-108-6922 
5905-00-110-0196 
5905-00-110-0310 
5961-00-110-7657 
5910-00-110-8712 
5905-00-111-4738 
5905-00-111-8372 
5961-00-112-3399 
5961-00-112-3400 
5910-00-113-2425 
5905-00-114-5393 
5905-00-114-5425 
5905-00-116-8558 
5905-00-116-8568 
5905-00-141-0593 
5905-00-141-0727 
5905-00-141-1071 
5905-00-141-1130 
5905-00-141-1168 
5905-00-141-1187 
5905-00-174-0893 
5960-00-179-3252 
5960-00-179-3710 
5960-00-179-4446 
5905-00-216-4430 
5930-00-231-1491 
5905-00-246-9395 
5905-00-246-9396 
5910-00-247-2075 
5905-00-249-3663 
5905-00-250-3370 
5960-00-262-0286 
5905-00-279-2280 
5920-00-280-4960 
5910-00-280-5122 
5920-00-280-8344 
5905-00-284-7395 
5905-00-321-7829 
5930-00-369-8411 
5910-00-454-6869 


РАВТ 
МУМВЕВ 


CE11C560F 
CK104 
CMO5ED820G03 
CMO05FD101G03 
CMO05FD181G03 
CMO5FD201G03 
CMO5FD221G03 
CMO5FD301G03 
CM07FD103G03 
CM07FD752G03 
CQ09A1KG103J3 
DM15-100J 
DM15-300J 
DM15F501G 
DM20F102G 
DM20F182G 
DM20F202J 
DM20F252F 


FIGURE 


NO. 
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SECTION Ш. NSN, REFERENCE NUMBER INDEX 


FSCM 


81349 
71590 
81349 
81349 
81349 
81349 
81349 
81349 
81349 
81349 
81349 
84171 
84171 
84171 
72136 
72136 
72136 
84171 


NATIONAL STOCK NUMBER AND PART NUMBER INDEX 


ITEM 
NO. 


195 
33 
15 

211 
43 
21 

207 

225 
83 

119 

115 

139 

135 

129 

113 
91 


STOCK NUMBER 


5905-00-465-0346 
5905-00-487-2383 
5961-00-489-7776 
5930-00-581-7960 
5960-00-583-0612 
6240-00-583-9610 
5930-00-615-6817 
5910-00-617-3767 
5910-00-643-8840 
5910-00-686-0577 
5910-00-686-6193 
5910-00-726-2304 
5905-00-752-3520 
5905-00-752-3692 
5905-00-752-7127 
5905-00-753-0299 
5910-00-777-6919 
5960-00-800-0541 
5905-00-801-1222 
5910-00-805-1016 
5905-00-813-5807 
5905-00-823-3522 
5960-00-827-8782 
5910-00-831-7590 
5910-00-834-8115 
5961-00-842-9864 
5905-00-843-8031 
5961-00-847-9782 
5905-00-848-8621 
5910-00-852-4039 
5905-00-855-7207 
5905-00-883-2252 
5910-00-883-35 45 
5910-00-883-4717 
5905-00-892-7276 
5905-00-892-7283 
5920-00-892-9311 
4140-00-919-5019 
5905-00-925-1524 
5910-00-945-9619 
5961-00-947-8263 
5910-00-947-9462 
5905-00-952-9428 
5910-00-954-5497 
5910-00-954-5498 
5905-00-969-5857 
5905-00-984-3221 
5910-00-984-7588 
5961-00-985-9077 
5910-00-989-6427 
5905-00-990-4912 
5905-00-990-5079 
5905-00-993-1358 
5905-00-993-6341 
5910-00-995-0614 
5905-01 -009-5546 


PART 
NUMBER 


DM20F272G 
DM20F302G 


DM20F502G0500WV4CR 


DM20F911J 
FHN26G1 
F02A250V1-2A 
F02A250V2A 
F16H1 
JAN1N914 


NP0331-12PORM5PCT 


PA2004 

PA2006 

RCR20G101JS 
ВСН200102,5 
RCR20G104JS 
RCR20G105J8S 
RCR20G151JS 
RCR20G152J8 
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FIGURE 


NO. 


FSCM 


72136 
72136 
72136 
72136 
81349 
81349 
81349 
03508 
81349 
72982 
71590 
71590 
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FIG. 
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PART 


NUMBER 


RCR20G153JS 
RCR20G154JS 
RCR20G155J8 
RCR20G156JUS 
RCR20G182JUS 
RCR20G184JS 
RCR20G201JS 
RCR20G203JS 
RCR20G222J8 
RCR20G224J8 
RCR20G226J8 
RCR20G272J8 
RCR20G362JUS 
RCR20G392J8 
RCR20G474J8 
RCR20G6R2JS 
RCR20G752J8 
RCR32G152J8 
RCR32G154J8S 
RCR32G222J8 
RCR32G561JS 
RC42GF683J 
RC42GF913J 
RNC65K1103FS 
RNC65K2370FS 
RNC65K30R1FS 
RNC65K6041FS 
RNC65K6490FS 
RNC65K75ROFS 
RNC65K9531FS 
RNC70H3323FS 
RNC70H8252FS 
RN65D1472F 
RN65D2371F 
RN65D34R8F 
RN65D4021F 
RN65D4991F 
RN65D6040F 
RN65D6651F 
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ITEM 
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113 
117 
125 
127 
101 
119 

95 

89 
103 
121 

87 
105 
107 
109 
123 

85 
111 
129 
139 
137 
135 
131 
133 
185 
153 
147 
165 
145 
151 
175 
195 
141 
181 
161 
149 
163 
143 
155 
167 


РАВТ 
NUMBER 


RN65D6810F 
RN65D7500F 
RN65D7501F 
RN65D7681F 
RN70C1002F 
RN70C1332F 
RN70C1333F 
RN70C1403F 
RN70C1583F 
RN70C2743F 
RN70C3652F 
RN70C8061F 
ST5 

TD101 
USAF12AX7WA 
VDM15F151J500WV 
10238137-2 
10658384 
12AT7WC 
13D1365H05 
2N3568 
2N3903 
2N3905 
3-90-8010 
308 

40409 

40410 
46256LF 
5V4GA 
5651WA 
6AU6WC 
6BL7GTA 
6080WC 
62JA10K 
76F02CF101 
76Ғ02КЕ220 
8109256 
8208 


FSCM 


81349 
81349 
81349 
81349 
81349 
81349 
81349 
81349 
81349 
81349 
81349 
81349 
89536 
13606 
97151 
72136 
18876 
18876 
81349 
11660 
07263 
04713 
04713 
81041 
84171 
86684 
86684 
82389 
80131 
81349 
81349 
33173 
81349 
12697 
06001 
06001 
18876 
71590 
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